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ABSTRACT 
In this article, we present a novel concept of inertial sensor, based on a linear 
encoder. Compared to other interferometric sensors, the encoder is much 
more easy to mount, and the calibration more stable. A prototype has been 
built and validated experimentally by comparison with a commercial 
seismometer. It has a resolution of about 10 pm/√Hz. In order to further 
improve the resolution, two concepts of mechanical amplifiers have been 
studied and compared. One of them is shown to be extremely promising, 
provided that the amplifier does not stiffen the sensor. 
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There exist a large variety of inertial sensors for seismic measurements in the low frequency range, say 
from 0.1 Hz to 50 Hz: seismic accelerometers, geophones and broadband seismometers. A compari-
son of these inertial sensors can be found in[1,2]. For thirty years, first choice instruments have had a 
resolution that is better than the lowest motion on Earth[3–6]. However, these instruments still suffer 
from a certain number of drawbacks, including being large, expensive, heavy, fragile, and sensitive to 
harsh environments. In order to bypass these limitations, several prototypes have been developed on 
the basis of an optical technology. For example, optical seismometers without electronics and 
insensitive to temperature and high pressure have been developed for the oil/gas and mining 
industry[7–9], which are capable of operating in harsh environments (e.g., down-holes, boreholes). 
Also, miniature accelerometers have been tested for the detection of nuclear tests conducted by 
countries engaged in nuclear proliferation[10]. 
Another emblematic example of application requiring efficient inertial sensor is active vibration 
isolation[11]. In an actively controlled platform, the vibrations are measured with inertial sensors, 
and are further cancelled using several actuators placed below the platform. Such platforms are 
increasingly used e.g., in lithography machines, atomic force microscopy, or large instruments 
dedicated to extreme experimental physics (gravitational wave detectors or future particle colliders). 
Various optical technologies have been already used in inertial sensors: fiber interferometer[12–14], 
Fabry-Perot interferometer[15], triangulation system[16], fiber Bragg grating[17–18], optical 
encoder[19], or grating sensor[20]. More recently, optical accelerometers based on Michelson interfer-
ometer have been proposed for measuring vibrations in gravitational wave detectors[21–23]. Figure 1 
shows another prototype of optical sensor recently developed at the Université Libre de Bruxelles 
(ULB)[24]. It consists of a horizontal pendulum, connected to a rigid frame through a flexural joint, 
made of CuBe alloy. A leaf spring, made of the same alloy, is used to adjust the equilibrium position 
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of the inertial mass and compensate for gravity. The oscillator is characterized by an inertial mass 
M ¼ 0.055 kg, a principal resonance frequency f0 ¼ 6 Hz and spurious resonances above 100 Hz. 
The relative displacement between the inertial mass and the support is measured with a Michelson 
interferometer, adapted to enable the measurement of both quadratures of the signals as in[7]. 
It has a resolution of 3 pm/√Hz above 4 Hz[24], which fits with the requirements for active stabiliza-
tion of future linear particle colliders. However, besides this performance, a possible weakness of this 
sensor is that the calibration of the interferometer fluctuates over time, due to misalignment of the 
optical components. In this article, we will investigate the possibility to replace the Michelson inter-
ferometer by a linear encoder. The motivation for using a linear encoder is to avoid calibration issues, 
Nomenclature 
M = inertial mass of the sensor 
f0 = first resonance frequency of the sensor 
T = restoring torque due to the stiffness of elastic 
hinge. 
K = stiffness of the elastic hinge 
a = tilt angle of the inertial rod in Figure 8 
u = ground displacement 
l1 = length of the rod on which the inertial mass is 
mounted in Figure 8. It is also the distance from 
the rotation center of the secondary pendulum 
and the connection with the main pendulum 
in Figure 10. 
l2 = length of the rod on which the scale of the 
encoder is mounted (mechanical amplifier) 
xm = motion of the inertial mass 
l = M/m = mass ratio 
b = l1/l2 = length ratio 
H1 = amplification factor of the first concept 
(Figure 8) 
H = tilt angle of the inertial rod in Figure 10 
h = tilt angle of the secondary pendulum on which 
the scale is mounted. 
y = relative displacement between the scale and the 
sensor head. 
L = length of the rod on which the inertial mass is 
mounted in Figure 10 
l3 = length from the rotation centre of the main 
pendulum to the connection with the second-
ary pendulum 
D = length ratio L/l3 
D = length ratio l2/l1 
c = ratio D/d 
H2 = amplification factor of the second concept 
(Figure 10).   
Figure 1. Picture of an interferometric inertial sensor[24]. It consists of a pendulum, connected to a rigid frame through a flexural 
joint. A leaf spring is used to adjust the static deflection of the inertial mass. The relative motion between the inertial mass and the 
rigid frame is measured by a homemade Michelson interferometer. The flexible joint is a leaf spring in CuBe material, with a 
thickness of 90 microns and a width of 5 cm.  
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without compromising the resolution. The objective of the work is to develop a robust inertial sensor 
with a resolution around 1-3 pm/√Hz above 4 Hz. To this aim, a first prototype of linear encoder 
based inertial sensor will be presented and validated. However, as its resolution is sill limited around 
10 pm/√Hz, a strategy to further improve the resolution with a mechanical amplifier will be also 
presented in this article. 
The article is organized as follows: Section 2 presents the performance of a linear encoder, selected 
as a good candidate for being integrated in an inertial sensor. Section 3 shows an experimental vali-
dation of the linear encoder based inertial sensor, section 4 presents two prototypes of mechanical 
amplifiers, and section 5 draws the conclusions and directions for improvements. 
2. Linear encoder test bench 
The linear encoder considered is a LIP281 from Heidenhain. In order to check the calibration, it 
has been mounted on a test bench shown in Figure 2, along with a Keyence LC-2440 and a 
geophone GS-11D. Both the LIP 281 and the LC-2440 measure the motion of the inertial mass 
of the mechanism. The linear encoder has been mounted on the synchronization lever and not on 
the compensated linear guide for space purpose. However, the angular error induced by the 
rotation of the lever is negligible. The mechanism has no spurious resonance below at least 
500 Hz. The LIP 281 signals have been amplified by an operational amplifier INA118 to avoid 
ADC noise of the 16 bits recorder dSpace DS1103. Signals have been recorded with a sampling 
frequency of 10 kHz. 
Figure 3 shows the Amplitude Spectral Densities (ASD) of the signals measured by the three 
sensors. In the frequency range around the resonance of the mechanism (around 7 Hz) the ASD of 
the LC-2440 and of the LIP 281 are superimposed. Above 10 Hz, the LIP 281 and the GS11D sense 
the same motion while the LC-2440 is dominated by ADC noise. 
The resolution curves shown in Figure 4 have been obtained when the mechanism is blocked. Two 
amplifications are visible. The first one is between 5 Hz and 100 Hz; the second one is between 300 Hz 
and 600 Hz. The first one is presumably inherent to the sensor itself. The second can be due to 
resonances in the mount of the sensor head. Besides these resonances, the value of the ASD is around 
10  11 m/√Hz, and decreasing around 10  12 m/√Hz at high frequency. The integrated RMS value 
(Figure 5) shows a resolution of 0.3 nm. The next section presents the prototype of inertial sensor 
using the optical encoder. 
Figure 2. Picture of the experimental set-up used to calibrate the sensors. Both the LIP 281 and the LC-2440 measure the motion 
of the degree-of-freedom of the mechanism (no external actuation has been used). The mechanism is a double parallelogram, 
connected to an external arm for removing the internal degree-of-freedom. A geophone GS11D is also mounted besides the 
mechanism, oriented in the direction of the degree-of-freedom of the mechanism.  
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3. Prototype testing 
Figure 6 shows a picture of the linear encoder based inertial sensor. In order to obtain its sensitivity 
curve, it has been mounted beside a commercial Guralp GMG-6T seismometer. The signal of both 
sensors have been recorded simultaneously using a DSpace DS1103. 
Figure 7(a) and (b) respectively show the amplitude and phase of the transfer function between 
both sensors. As the sensitivity of the CMG-6 T is mainly flat in the frequency range shown, the signal 
from the seismometer has been simply integrated, and scaled by the sensitivity. The slight increase of 
the phase above 20 Hz is due to the phase drop in the GMG-6T sensitivity. Figure 7(c) is the coher-
ence between the sensors, showing that the linear encoder based inertial sensor behaves as an inertial 
sensor. The curves have been obtained with a measurement of 105 s, with a sampling frequency of 
10 kHz. These curves show that the prototype of linear encoder based inertial sensor behaves as an 
Figure 4. Resolution: ASD of the signals measured by the LIP and the LC when the mechanism is blocked.  
Figure 3. Amplitude Spectral Density (ASD) of the signals measured by the three sensors mounted on the mechanism shown in 
Figure 2. Signal calibration while the mechanism is moving freely in response to the ambient excitation: LIP and LC are identical 
above the noise. Geophone is also identical between 10 Hz and 20 Hz.  
INTERNATIONAL JOURNAL OF OPTOMECHATRONICS 123 
absolute displacement sensor above 15 Hz, and as an accelerometer below 10 Hz. The coherence drop 
below 4 Hz is due to the finite length of the measurement. 
In order to fulfill the requirement of future active isolation systems[30] an improvement of this 
value by a factor 2 to 5 is desirable. To this aim, it is proposed to use a mechanical amplifier, in order 
to magnify the relative motion between the inertial mass of the sensor and the support. Two concepts 
of mechanical amplification structures are studied and compared in the following section. 
4. Inertial mechanical amplifiers 
4.1. First concept 
The first concept shown in Figure 8 consists of a rod balanced by two masses. M plays the role of the 
inertial mass and m represents the mass of the linear scale (i.e., the moving part of the linear encoder). 
The rod is connected to the ground trough an elastic hinge developing a restoring torque T ¼   K a. 
Due to the ground vibration u, the rod is tilted with an angle a. Considering the dynamic equation of 
the rod, we can write €a as a function of ü and write the amplification factor of the mechanism as al2/u. 
Indeed, it can be assumed that, above the resonance frequency of the pendulum, the fixed point of 
Figure 6. Picture of the linear encoder based inertial sensor.  
Figure 5. Integrated (downwards) RMS value of the resolution shown in Figure 4.  
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the mechanism is located close to M, and the relative motion xm-u measured by the encoder will 
correspond to the relative motion x-u amplified by the suspended bar. 
After some manipulations, it can be shown that, above the resonance frequency of the oscillator, 







or, upon defining l ¼M/m and b ¼ l1/l2,  
H1 l; bð Þ ¼
lb   1
lb2 þ 1  
The amplification H1(l, b) is shown in Figure 9 as a function of the mass ratio l and of the length 
ratio b. 
Figure 8. First concept of inertial mechanical amplifier. Above the resonance of the pendulum, as M >>m, a motion of the 
ground u will induce a larger motion of m. The encoder measure the relative motion (xm-u) between m and the ground.  
Figure 7. (a) Amplitude and (b) phase of the transfer function between a GMG-6T and the prototype of linear encoder based 
inertial sensor. (c) Coherence between the two signals.  
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One sees in the figure that choosing b ¼ 0.15 and l ¼ 70 will lead to an amplification of more than 
a factor 3. However, a first weakness of the design is that, as m has a circular trajectory, the linear scale 
will be misaligned for large amplitudes. However, if the amplitude of vibration of the ground is large, 
the misalignment of the scale might distort the signal of the encoder. A second and more serious 
weakness is that it is difficult to combine a large amplification (i.e., increase of l2) with a good 
rejection of spurious resonance modes, due to the lack of stiffness in the design (proportional to 
1/l32). A second concept has consequently been developed, and presented in the next section. 
4.2. Second concept 
Figure 10 shows the working principle of the second amplification mechanism. It consists of a 
pendulum, on which is attached a mass M. Due to ground vibrations u, this pendulum tilts by an 
angle Θ. A second pendulum is cinematically coupled to the first one, through a rigid vertical link. 
The coupling ensures that Θl3 ¼ hl1. Again, m represents the mass of the linear scale, used to measure 
the relative displacement y ¼ hl2. 
Figure 10. Second concept of inertial mechanical amplifier. Above the resonance of the mechanism, a motion of the ground will 
induce a larger motion of m. The encoder measures the relative motion (y) between m and the ground.  
Figure 9. Mechanical amplification obtained using the first concept as a function of the mass ratio l and of the length ratio b.  
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After some basic manipulation, the amplification factor hl1/u above the resonance frequency of the 
oscillator is found to be  
H2 ¼
MLl1l2l3 þml22l23
ML2l21 þml22l23  
Defining l ¼M/m, D ¼ L/l3 and d ¼ l2/l1 and c ¼D/d, H2 can be rewritten  
H2 l; cð Þ ¼
lcþ 1
lc2 þ 1  
Note well that due to the topology difference in both mechanisms, l1 and l2 does not represent the 
same quantity in both mechanisms. Again, the amplification is shown in Figure 11 as a function of the 
mass ratio l and of the length ratio c. One sees in the figure that, compared to the first concept, a 
larger amplification can be reached, up to a factor 5 by choosing l ¼ 70 and c ¼ 0.1. 
Several prototypes have been developed on the basis of this second concept (see parameters in 
Table 1). 
For each of them, a parallelogram has been used to reduce the inclination of the bar on which will 
be mounted the linear scale. The performances of four prototypes are compared in Figure 12 in a 
diagram reporting their mechanical amplification as a function of the fundamental eigen frequency 
of the system. The plot clearly shows that a large mechanical amplification is obtained at the cost 
of an increase of the resonance frequency, because of the internal stiffness of the amplification mech-
anism. Unfortunately, it will in turn decrease the sensitivity of the accelerometer in the frequency 
Figure 11. Mechanical amplification obtained for the second concept as a function of the mass ratio l and the length ratio c.  
Table 1. Parameters chosen for each of the 4 designs based on the second concept and related amplification factor H2.  
Design 1 Design 2 Design 3 Design 4  
M (g) 472 472 225 222 
H2 2.07 3.7 5.3 12.3 
First natural frequency (Hz) 10 17.5 36.8 77  
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range below its resonance. One possible solution to this problem will be to add a negative stiffness in 
the design, in order to maintain the amplification, without any increase of the natural frequency. This 
study is left for a future work. 
5. Conclusions 
This article has presented a small prototype of linear encoder based inertial sensor. This prototype 
follows a previous one, which was based on a Michelson interferometer. In order to balance the lack 
of robustness of the interferometer, a linear encoder has been considered as an alternative sensor to 
measure the relative motion between the support and the inertial mass. Compared to the interfer-
ometer, the encoder is much less sensitive to misalignments. A first prototype of linear encoder based 
inertial sensor has been built and validated experimentally by placing it close to a commercial 
GMG-6T, and comparing the signals from the two sensors. 
In order to further increase the resolution, two concepts of mechanical amplifier have been 
proposed and compared. Four designs based on the second concept have been developed, trying to 
maximize the ratio between the mechanical amplification over the resonance frequency of the 
mechanical system. The optimization process revealed that a trade-off exists between these quantities 
because the amplifier has its own stiffness/mass. 
In a future work, the sensor will be upgraded with a low-stiffness low-mass mechanical amplifier. 
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